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GlucoTel® Lancing System

Disposable lancet

Important: Please read these instructions and your GlucoTel User
Manual before using the lancing device. If you need assistance call
our Customer Support.

Trigger button

Call International Toll-Free BodyTel Customer Support
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+800-0-BodyTel
+800-0-2639835

Adjustable tip

(e.g. US customers call toll-free: 011-800-0-BodyTel )

Intended Use
GlucoTel® Lancing Device is a reusable lancing device for the single user
(diabetic patient). It automatically injects a disposable lancet - inserted
EHIRUHXVHLQWRWKHODQFLQJGHYLFHLQWRDQGUHWUDFWVLWIURPWKH¿QJHUWLS
or alternate sites to obtain a capillary blood sample for glucose monitoring
or other tests that require blood. An adjustable tip allows the best depth of
skin penetration for each individual user.
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Cautions
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- The GlucoTel Lancing Device is intended for the single user only. To
avoid exposure to contaminants, do not use the GlucoTel Lancing Device
on multiple users.
- For safety and to prevent cross-contamination, always discard used
disposable lancets in an appropriate sharps or biohazard container.
- The GlucoTel Lancing Device contains small parts and could be a
choking hazard for children.

Instructions for use
Clean your hands with soap and warm water; dry them thoroughly. Warming
your hands will help in obtaining a blood sample. Follow the steps below.
Each step corresponds to the numbered illustrations.
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Sleeve

Hub

Cleaning
Use a clean damp cloth to wipe the outside of the GlucoTel Lancing Device.
To avoid rusting the internal spring, do not submerge the device in water or
wash the device in the dishwasher. The adjustable tip can be submerged
in water after removing it from the device.

Alternate Site Testing
BodyTel offers a replacement tip for use in alternate site testing (AST).
The AST tip is a clear, non-adjustable tip that is designed to replace the
adjustable tip that comes with the GlucoTel lancing device. The clear
plastic is to view the blood sample from alternative sites. The cap is reusable and washable.
What is AST (Alternative Site Testing)?
- Alternative site testing (AST) is a method to check blood glucose levels
LQDUHDVRWKHUWKDQWKH¿QJHUWLS7KLVPHWKRGDOORZVSHRSOHWRDOVRWHVW
on the palm, the forearm and upper arm.
- Patients who seek to use the GlucoTel Lancing Device on alternative
VLWHV RWKHUWKDQ¿QJHUWLSV IRUWHVWLQJEORRGJOXFRVHOHYHOVPD\XVHWKLV
clear tip to get blood samples from the palm, forearm or upper arm. See
WKH *OXFR7HO 8VHUV 0DQXDO IRU PRUH LQIRUPDWLRQ RQ DOWHUQDWLYH WHVWLQJ
locations.
- Important: There are limitations for performing alternate site testing.
Please consult your healthcare professional before you use alternate
VLWHWHVWLQJDVDUHSODFHPHQWIRU¿QJHUWLSWHVWLQJ

1.

Unscrew and remove the adjustable tip.

2.

,QVHUWDQHZGLVSRVDEOHODQFHW¿UPO\LQWRWKHFDUULHU

3.

Twist off and set aside the protective cover of the disposable lancet.
You will need the cover again.

4.

Replace the adjustable tip on the lancing device. Choose a depth of
penetration by rotating the top portion of the adjustable tip until the
setting number matches the arrow. Settings are based on skin type:
1-2 for soft or thin skin; 3 for average skin; 4-5 for thick or calloused
VNLQ)RU¿QHUDGMXVWPHQWVSODFHWKHDUURZEHWZHHQDQ\QXPEHUV

5.

Hold the adjustable tip in one hand and pull on the sleeve with the
other hand. The device will be cocked when a click is felt as the ends
are pulled apart.

- Food, medication, illness, stress and exercise can affect blood glucose
OHYHOV &DSLOODU\ EORRG IURP WKH ¿QJHUWLS UHÀHFWV WKHVH FKDQJHV IDVWHU
than capillary blood from other sites. Therefore when testing blood
glucose during or immediately after a meal, physical exercise, or any
RWKHUHYHQWWDNHWKHEORRGVDPSOHIURPWKH¿QJHUWLSRQO\
- It is strongly recommended that people do alternate site testing ONLY in
the following intervals:
- In a pre-meal or fasting state (more than 2 hours since the last meal).
- Two hours or more after taking insulin.
- Two hours or more after exercise.

6.

Release the sleeve. It will automatically move back to its original
position near the hub.

Do NOT use AST if:

7.

3ODFHWKH*OXFR7HO/DQFLQJ'HYLFHDJDLQVWWKHSDGRIWKH¿QJHU7KH
EHVW SXQFWXUH VLWHV DUH RQ WKH VLGHV RQ WKH PLGGOH RU ULQJ ¿QJHUV
Press the trigger button to activate the device.

8.

5HPRYHWKHGHYLFHIURPWKH¿QJHU0DVVDJH\RXU¿QJHUJHQWO\XQWLO
you get a rounded drop of blood and apply the blood drop to the
WHVWVWULS3OHDVHUHIHUWRWKH4XLFN6WDUW*XLGHRU8VHU0DQXDOIRU
correctly performing a blood glucose measurement.

9.

Unscrew and remove the adjustable tip. Without touching the used
disposable lancet, place the protective cover back onto the needle of
WKHODQFHW*ULSWKHFDUULHU¿UPO\DQGSXOOWKHODQFHWVDIHO\RXW
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Carrier

10. Discard the used disposable lancet into an appropriate sharps or
biohazard container.

When to use AST?

-

You think your blood glucose is low.
If you are aware of being hypoglycemic.
Your AST results do not match the way you feel.
You are testing for hyperglycemia.
<RXUURXWLQHJOXFRVHUHVXOWVDUHRIWHQÀXFWXDWLQJ
If you are pregnant.

Availability
GlucoTel Lancing Device, AST tips and Palco Lancets are available
from authorized distributors and via the BodyTel web shop at
www.bodytel.com.

Packaging Symbols
0DQXIDFWXUHU
Catalog Number

GlucoTel
Lancing System

Lancing Device and AST Tip
BodyTel Europe GmbH
Schlachthofstr. 1
34537 Bad Wildungen
Germany

Sterile by Irradiation (lancet only)
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Do not reuse (lancet only)
Caution – read instructions for use
BodyTel Lancing Device and AST Tip
meet 93/42/EEC
0197

Palco Lancet meets 93/42/EEC

Lancet only
BGTwhateveritis
Rev. 10.03.2008

Made in Japan for - Palco Labs
360 El Pueblo Road, Suite 102
Scotts Valley, CA 95066, USA

